Folding procedure to diminish type 3 endoleakage after open stent graft surgery with TEVAR extension.
We herein report a new procedure to prevent type 3 endoleakage (EL3) after open stent graft (OSG) surgery with thoracic endovascular aortic repair (TEVAR) extension. The OSG Dacron graft portion is reversed and folded inside the OSG stent graft portion intraoperatively, filling the crack between the OSG and TEVAR device. We applied this procedure in two patients with no postoperative complications. Our folding procedure may prevent EL3 after OSG surgery if TEVAR extension is needed in the future.